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Bilateral cochlear implant BI-CI recipients achieve high word recognition scores in quiet listening
conditions. Still, there is a substantial drop in speech recognition performance when there is
reverberation and more than one interferers. BI-CI users utilize information from just two
directional microphones placed on opposite sides of the head in a so-called independent stimulation
mode. To enhance the ability of BI-CI users to communicate in noise, the use of two
computationally inexpensive multi-microphone adaptive noise reduction strategies exploiting
information simultaneously collected by the microphones associated with two behind-the-ear BTE
processors one per ear is proposed. To this end, as many as four microphones are employed two
omni-directional and two directional in each of the two BTE processors one per ear. In the
proposed two-microphone binaural strategies, all four microphones two behind each ear are being
used in a coordinated stimulation mode. The hypothesis is that such strategies combine spatial
information from all microphones to form a better representation of the target than that made
available with only a single input. Speech intelligibility is assessed in BI-CI listeners using IEEE
sentences corrupted by up to three steady speech-shaped noise sources. Results indicate that
multi-microphone strategies improve speech understanding in single- and multi-noise source
scenarios. © 2010 Acoustical Society of America. DOI: 10.1121/1.3372727
PACS numbers: 43.66.Ts, 43.66.Pn, 43.71.Ky MSS Pages: 3136–3144I. INTRODUCTION
Most cochlear implant CI recipients perform well in
quiet listening conditions and many users can now achieve
word recognition scores of 80% or higher regardless of the
device used Spahr and Dorman, 2004. However, several
studies have demonstrated that the ability of CI recipients to
correctly identify speech degrades sharply in the presence of
background noise and other interfering sounds, when com-
pared against that of normal-hearing listeners Qin and Ox-
enham, 2003; Stickney et al., 2004. In an effort to improve
speech understanding in noise, individuals with severe to
profound hearing loss are now receiving two cochlear im-
plants, one in each ear. Recent clinical studies focusing on
assessing overall speech perception in noise with bilateral
cochlear implants BI-CIs have demonstrated a substantial
increase in word recognition performance when compared to
monaural listening configurations e.g., see van Hoesel and
Clark, 1997; Lawson et al., 1998; Müller et al., 2002; Tyler
et al., 2002; van Hoesel and Tyler, 2003; van Hoesel, 2004;
Tyler et al., 2003; Ricketts et al., 2006; Loizou et al., 2009.
Large gains in speech reception were reported for both bilat-
erally implanted adults and children, in quiet and noisy set-
tings van Hoesel and Tyler, 2003; Litovsky et al., 2004;
Grantham et al., 2007; Litovsky et al., 2009. However, un-
der more challenging listening conditions, such as when the
noise level is high and the number of interfering maskers is
large, BI-CI recipients perform significantly worse than
normal-hearing listeners. Recently, speech intelligibility in a
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ution subject to ASA license or copyright; see http://acousticalsociety.org/cmulti-source environment, where multiple noise sources
were emanating from various directions, was evaluated in
terms of the decibel reduction in speech reception threshold.1
The speech reception threshold SRT values obtained by
BI-CI users were found to be significantly worse than those
obtained by normal-hearing listeners in the same listening
conditions Loizou et al., 2009.
A number of single-microphone noise reduction tech-
niques have been proposed over the years to improve speech
recognition in noisy background conditions Hochberg et al.,
1992; Weiss, 1993; Müller-Deile et al., 1995; Yang and Fu,
2005; Loizou et al., 2005; Hu et al., 2007. Modest, but
significant, improvements in intelligibility were reported
with single-microphone techniques Yang and Fu, 2005;
Loizou et al., 2005; Hu et al., 2007. Considerably larger
benefits in speech intelligibility can be obtained when resort-
ing to multi-microphone adaptive signal processing strate-
gies, instead. Such strategies make use of spatial information
due to the relative position of the emanating sounds and can
therefore better exploit situations in which the target and
masker are spatially separated Kompis and Dillier, 1994;
van Hoesel and Clark, 1995; Hamacher et al., 1997; Wouters
and Vanden Berghe, 2001; Chung et al., 2006; Spriet et al.,
2007.
Nowadays, most bilateral cochlear implant devices are
fitted with either two microphones in each ear e.g., Freedom
processor or one microphone in each of the two one per
ear behind-the-ear BTE processors. The Freedom proces-
sor, for instance, employs a rear omni-directional micro-
phone, which is equally sensitive to sounds from all direc-
tions, as well as an extra directional microphone pointing
forward. The use of directional microphones provides an ef-
© 2010 Acoustical Society of America275/3136/9/$25.00
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recent studies have shown that the overall improvement pro-
vided by the use of an additional directional microphone can
be approximately 3–5 dB in real-world environments with
relatively low reverberant characteristics when compared to
processing with just an omni-directional microphone Soede
et al., 1993; Wouters and Vanden Berghe, 2001; Chung et al.,
2006.
Adaptive beamformers can be considered an extension
of differential microphone arrays, where the suppression of
interferers is carried out by adaptive filtering of the micro-
phone signals. An attractive realization of adaptive beam-
formers is the generalized sidelobe canceller structure Grif-
fiths and Jim, 1982. To evaluate the benefit of noise
reduction for CI users, van Hoesel and Clark 1995 tested a
two-microphone noise reduction technique, based on adap-
tive beamforming by mounting a single directional micro-
phone behind each ear. Results indicated large improvements
in speech intelligibility for all CI subjects, compared to an
alternative two-microphone strategy, in which the inputs to
the two-microphone signals were simply added together.
The performance of beamforming algorithms in various
everyday-life noise conditions using BI-CI users was also
assessed by Hamacher et al. 1997. The mean benefit ob-
tained in terms of the speech reception threshold with the
beamforming algorithms for four BI-CI users varied between
6.1 dB for meeting room conditions and just 1.1 dB for caf-
eteria noise. In another study, Chung et al. 2006 conducted
experiments to investigate whether directional microphones
and adaptive multi-channel noise reduction algorithms could
enhance overall CI performance. The results indicated that
directional microphones can provide an average improve-
ment of around 3.5 dB. An additional improvement of 2.0 dB
was observed when processing the noisy stimuli through a
directional microphone first and then through the noise re-
duction algorithm, although results were not statistically sig-
nificant for all conditions tested.
Wouters and Vanden Berghe 2001 assessed speech rec-
ognition of four adult CI users utilizing a two-microphone
adaptive filtering beamformer. Monosyllabic words and
numbers were presented at 0° azimuth at 55, 60, and 65 dB
sound pressure level SPL in quiet and noise with the beam-
former inactive and active. Speech-weighted noise was pre-
sented at a constant level of 60 dB SPL from a source located
at 90° azimuth on the right side of the user. Word recognition
in noise was significantly better for all presentation levels
with the beamformer active, showing an average signal-to-
noise ratio SNR improvement of more than 10 dB. Number
recognition in noise was also significantly better with the
beamformer active, demonstrating an average SNR improve-
ment of 7.2 dB across conditions. More recently, Spriet et al.
2007 investigated the performance of the BEAM pre-
processing strategy in the Nucleus Freedom speech processor
with five CI users. The performance with the BEAM strategy
was evaluated at two noise levels and with two types of
noise, speech-weighted noise and multi-talker babble. On av-
erage, the algorithm tested improved lowered the SRT by
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directional microphone to increase the direction-dependent
gain of the target source.
It is clear from the above studies that processing strate-
gies based on beamforming can yield substantial benefits in
speech intelligibility for cochlear implant users, especially in
situations where the target and masker sound sources are
spatially separated. Nevertheless, the effectiveness of beam-
forming noise reduction strategies is limited to 1 only zero-
to-moderate reverberation settings e.g., see Greenberg and
Zurek, 1992; Hamacher et al., 1997; Kompis and Dillier,
2001 and 2 single interfering sources. The reverberation
time and the direct-to-reverberant ratio2 have been found to
have the strongest impact on the performance of adaptive
beamformers Kompis and Dillier, 1994. The presence of
multiple noise sources considerably reduces the overall effi-
ciency and performance of beamforming algorithms. A sub-
stantial drop in SRT performance in the presence of uncor-
related noise sources originating from various azimuths has
been noted by both Spriet et al. 2007 and Van den Bogaert
et al. 2009.
The majority of the above cited studies evaluated beam-
forming algorithms in situations where a single interfering
source was present, and the room acoustics were character-
ized with low or no reverberation anechoic settings. In re-
alistic scenarios, however, rooms might have moderate to
high reverberation and multiple noise sources might be
present, and in some instances, these sources might be ema-
nating from both hemifields left and right of the user. In the
present study, we take the first step in the development of
multi-microphone algorithms, which can be used in realistic
scenarios. To that end, we focus on algorithms that can better
utilize the information captured by the four microphones
two in each ear presently available in the Nucleus Freedom
processor. Currently, in the Nucleus Freedom processor, two
BEAMs one in each ear run independently of one another
and as such do not utilize intelligently the four microphones
available. In situations, for instance, where multiple sources
are located in one side, the BEAM algorithm running on the
contralateral side could make use of the noise sources im-
pinging on the opposite ear to form a better reference signal.
In the proposed system, we will investigate the potential
of contralateral routing of the four-microphone signals with
the intention of obtaining a better noise reference signal for
the adaptive algorithms. More precisely, we will investigate a
new computationally inexpensive multi-microphone noise
reduction strategy that can exploit not just two but four mi-
crophones. Such a processing strategy can make use of all
microphones available to the bilateral users wearing a
Nucleus Freedom device in a coordinated fashion and as
such, it can better exploit noise sources which are located
contralaterally. The idea of exploiting contralaterally placed
microphones has been investigated extensively in the hearing
aid industry with the use of contralateral routing of signals
Harford and Barry, 1965; Ericson et al., 1988. However,
this idea has not yet been explored in the field of cochlear
implants. Furthermore, noise reduction strategies that make
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posed, implemented, or systematically evaluated with the
Nucleus Freedom device.
The underlying hypothesis in this study is that by ex-
ploiting the contralateral microphone signals, we can facili-
tate, or perhaps enhance, the better-ear advantage, which is
the most robust bilateral benefit afforded by bilateral im-
plants Loizou et al., 2009. To test this hypothesis, we will
evaluate and compare the performance of two independent
BEAMs, currently implemented in the Nucleus Freedom
processor, against the proposed strategy that makes use of
contralateral signals. Stimuli processed in single- and multi-
source reverberant scenarios will be used in the evaluation.
II. SIGNAL PROCESSING STRATEGIES
A. 2M2-BEAM strategy
The 2M2-BEAM noise reduction strategy utilizes the
dual-microphone BEAM running in an independent stimula-
tion mode in each of the two one per ear BTE units fur-
nished with one directional and one omni-directional micro-
phone, and is therefore capable of delivering the signals
bilaterally to the CI user. Each BEAM combines a direc-
tional microphone with an extra omni-directional micro-
phone placed closed together in an endfire array configura-
tion to form the target and noise references. The inter-
microphone distance is fixed at 18 mm Patrick et al., 2006.
In the BEAM strategy, the first stage utilizes spatial prepro-
cessing through a single-channel, adaptive dual-microphone
system that combines the front directional microphone and a
rear omni-directional microphone to separate speech from
noise. The output from the rear omni-directional microphone
is filtered through a fixed finite impulse response FIR filter.
The output of the FIR filter is then subtracted from an elec-
tronically delayed version of the output from the front direc-
tional microphone to create the noise reference Wouters and
Vanden Berghe, 2001; Spriet et al., 2007. The filtered signal
from the omni-directional microphone is then added to the
delayed signal from the directional microphone to create the
speech reference. This spatial preprocessing increases sensi-
tivity to sounds arriving from the front while suppressing
sounds that arrive from the sides. The two signals containing
the speech and noise reference are then fed to an adaptive
filter, which is updated with the normalized least-mean-
squares algorithm Haykin, 1996 in such a way as to mini-
mize the power of the output error Greenberg and Zurek,
1992. The 2M2-BEAM processing strategy is currently
implemented in commercial bilateral cochlear implant pro-
cessors, such as the Nucleus Freedom processor.
B. 4M-SESS strategy
The four-microphone spatial enhancement via source
separation 4M-SESS processing strategy is the two-stage
multi-microphone extension of the conventional BEAM
noise reduction approach. It is based on coordinated or cross-
side stimulation by collectively using information available
on both the left and right sides. The 4M-SESS can be clas-
sified as a four-microphone binaural strategy, since it relies
on having access to four microphones, namely, two omni-
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left and right with each set of directional and omni-
directional microphones placed on opposite sides of the
head. Such an arrangement is already available commercially
in the Nucleus Freedom implant processor.
As outlined schematically in Fig. 1, in the 4M-SESS
binaural processing strategy, the speech reference on the
right side is formed by adding the input to the left omni-
directional microphone to the delayed version of the right
directional microphone signal, and the noise reference on the
right is estimated by subtracting the left omni-directional mi-
crophone signal from a delayed version of the right direc-
tional microphone signal. In a similar manner, to create the
speech reference signal on the left side, the signals from the
left directional microphone right and omni-directional micro-
phone are summed together. The noise reference on the left
side is formed by subtracting the right omni-directional mi-
crophone signal from a delayed version of the left directional
microphone signal. Assuming that the noise source is placed
on the right of the listener, this procedure leads to a signal
with an amplified noise level on the right side but also yields
an output with a substantially reduced noise level in the left
ear. After processing the microphone signals containing two
speech and two noise reference signals binaurally with one
BEAM processor per ear, the two-microphone outputs from
the two BEAM processors containing the generated speech
and noise reference signals are fed to four adaptive linear
filters and are enhanced further with the spatial enhancement
via source separation SESS processing strategy.
The 4M-SESS strategy is the four-microphone on-line
extension of the two-microphone algorithm recently pro-
posed by Kokkinakis and Loizou 2008 and is amenable to
real-time implementation. The 4M-SESS strategy operates
by estimating a total of four FIR filters that can undo the
mixing effect by which two composite signals are generated











FIG. 1. Block diagram of the 4M-SESS adaptive noise reduction processing
strategy.acoustic environment. The filters are computed after only a
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egy operates on the premise that the target and noise source
signatures are spatially separated, and thus, their individual
form can be retrieved by minimizing the statistical depen-
dence between them Kokkinakis and Loizou, 2010. In sta-
tistical signal processing theory, this configuration is referred
to as a fully determined system, where the number of inde-
pendent sound sources is equal to the number of micro-
phones available for processing. To adaptively estimate the
four unmixing filters, the 4M-SESS strategy employs the
natural gradient algorithm e.g., see Kokkinakis and Loizou,
2007, 2008. Initializing the filters used in the 4M-SESS
strategy with those obtained with each of the two BEAMs,
results in a substantial reduction in the total number of filter
coefficients required for adequate interference rejection and
speeds up the convergence of the algorithm. The implemen-
tation of the 4M-SESS strategy requires access to a single
processor driving two CIs, such that signals from the left and
right sides are captured synchronously and processed to-
gether.
III. METHODS
To assess the performance of the aforementioned multi-
microphone noise reduction strategies, comprehensive word
recognition tests were conducted with bilateral CI users.
A. Subjects
The subjects participating in the study were five Ameri-
can English speaking adults with postlingual deafness who
received no benefit from hearing aids preoperatively. All sub-
jects were fitted bilaterally with the Nucleus 24 multi-
channel implant device manufactured by Cochlear Corpora-
tion Sydney, Australia. The participants used their devices
routinely and had a minimum of 4 years experience with
their CIs. Biographical data for the subjects tested is pro-
vided in Table I.
B. Research processor
All subjects tested were using the Cochlear Esprit BTE
processor on a daily basis. During their visit, the participants
were temporarily fitted with the SPEAR3 wearable research
processor. SPEAR3 was developed by the Cooperative Re-
search Center for Cochlear Implant and Hearing Aid Innova-
tion Melbourne, Australia in collaboration with Hearworks
Pty Ltd Melbourne, Australia. The SPEAR3 has been used in
a number of investigations to date as a way of controlling
inputs to the cochlear implant system e.g., see van Hoesel




Years of implant experience L/R 6/6
Years of deafness 12
Etiology of hearing loss Unknownand Tyler, 2003. Prior to the scheduled visit of the subjects,
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SPEAR3 processor with the individual threshold T and com-
fortable loudness levels C for each participant.
All cochlear implant listeners used the device pro-
grammed with the advanced combination encoder speech
coding strategy Vandali et al., 2000. In addition, all param-
eters used e.g., stimulation rate, number of maxima, fre-
quency allocation table, etc. were matched to each patient’s
clinical settings. The volume of the speech processor was
also adjusted to a comfortable loudness prior to initial test-
ing. Before participants were enrolled in this study institu-
tional review board approval was obtained and before testing
commenced informed consent was obtained from all partici-
pants.
C. Stimuli
The speech stimuli used for testing were sentences from
the IEEE database IEEE, 1969. Each sentence is composed
of approximately seven to 12 words and in total there are 72
lists of ten sentences, each produced by a single talker. The
root-mean-square amplitude of all sentences was equalized
to the same root-mean-square value, which corresponds to
approximately 65 dBA. The interferer was speech-shaped
noise generated by approximating the average long-term
spectrum of the speech to that of an adult male taken from
the IEEE corpus. All the stimuli were recorded at a sampling
frequency of 16 kHz.
D. Simulated reverberant conditions
A set of head-related transfer functions HRTFs was
measured using a CORTEX MKII manikin artificial head
inside a mildly reverberant room with dimensions 5.50
4.503.10 m3 lengthwidthheight fitted with
acoustical curtains to change its acoustical properties e.g.,
see Van den Bogaert et al., 2009. The HRTFs were mea-
sured using identical microphones to those used in modern
BTE speech processors. HRTFs provide a measure of the
acoustic transfer function between a point in space and the
eardrum of the listener and also include the high-frequency
shadowing component due to the presence of the head and
the torso. The length of the impulse responses was 4,096
sample points at 16 kHz sampling rate amounting to an over-
all duration of approximately 0.25 s. The reverberation time
of the room was experimentally determined following the
ISO 3382 standard by using an omni-directional point source
y.
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measured in octave bands with center frequencies of 125–
4000 Hz.
The artificial head was placed in the middle of a ring of
1.2 m inner diameter. Thirteen single-cone loudspeakers
FOSTEX 6301B with a 10 cm diameter were placed every
15° in the frontal plane. A two-channel sound card VX
POCKET 440 DIGIGRAM and DIRAC 3.1 software type
7841 B&K Sound and Vibration Measurement Systems
were used to determine the impulse response for the left and
right ear by transmitting a logarithmic frequency sweep. In
order to generate the stimuli recorded at the pair of micro-
phones for each angle of incidence the target and interferer
stimuli were convolved with the set of HRTFs measured for
the left- and right-hand ear, respectively. In total, there were
four different sets of impulse responses for each CI configu-
ration employing two microphones. All stimuli were pre-
sented to the listener through the auxiliary input jack of the
SPEAR3 processor in a double-walled sound attenuated booth
Acoustic Systems, Inc., Houston, TX. During the practice
session, the subjects were allowed to adjust the volume to
reach a comfortable level in both ears.
E. Procedure
The simulated target location was always placed directly
in front of the listener at 0° azimuth. Subjects were tested in
conditions with either one or three interferers. In the single
interferer conditions a single speech-shaped noise source was
presented from the right side of the listener +90°. In the
conditions where multiple interferers were present, three in-
terfering noise sources were placed asymmetrically either
across both hemifields 30°, 60°, and 90° or distributed on
the right side only 30°, 60°, and 90°. Table II summarizes
the experimental conditions. In the single interferer condition
the initial SNR was set at 0 dB, whereas for multiple inter-
ferers, the initial SNR for each interferer was fixed at 5 dB
and hence, the overall level of the interferers was naturally
increased as more interferers were added.
The noisy stimuli in the case of a single interferer were
processed with the following stimulation strategies: 1 uni-
lateral presentation using the unprocessed input to the direc-
tional microphone on the side ipsilateral to the noise source,
2 bilateral stimulation using the unprocessed inputs from
the two directional microphones, 3 bilateral stimulation
plus noise reduction using the 2M2-BEAM strategy, and 4
diotic stimulation plus noise reduction using the 4M-SESS
processing strategy. The noisy stimuli generated when three
interferers are originating from either the right or from both
hemifields were processed with the following processing
strategies: 1 bilateral stimulation using the unprocessed in-
puts from the two directional microphones, 2 bilateral
TABLE II. List of spatial configurations tested.
Number of interferers Type of interferer Left o
One interferer Speech-shaped noise
Three interferers Speech-shaped noisestimulation plus noise reduction using the 2M2-BEAM strat-
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4M-SESS processing strategy. In total, there were eight dif-
ferent conditions 4 strategies2 signal-to-noise-ratios for
the single interferer scenario and six different conditions
3 strategies2 spatial configurations tested with multiple
interferers. A total of 28 IEEE sentence lists were used. Two
IEEE lists 20 sentences were used for each condition.
Each participant completed testing in eight sessions of 2
h each spanning 2 days. None of the participants had any
prior experience with the IEEE sentence material. At the start
of each session, all participants were given a short practice
session in order to gain familiarity with the task. Separate
practice sessions were used for the single and multiple inter-
ferer conditions. No score was calculated for these practice
sets. The subjects were told that they would hear sentences in
a noisy background and they were instructed to type what
they heard via a computer keyboard. It was explained that
some of the utterances would be hard to understand and that
they should make their best guess. To minimize any order
effects in the test, such as learning or fatigue effects, all
conditions were randomized among subjects. Different sets
of sentences were used in each condition. After each test
session was completed, the responses of each individual
were collected, stored in a written sentence transcript and
scored off-line by the percentage of the keywords correctly
identified. All words were scored. The percentage correct
speech recognition scores were calculated by dividing the
number of key words the listener repeated correctly by the
total number of key words in the particular sentence list.
IV. RESULTS AND DISCUSSION
Speech intelligibility scores obtained with the proposed
multi-microphone adaptive noise reduction strategies are
shown in Figs. 2 and 3 one and three interferers, respec-
tively.
A. One interferer
Figure 2 shows the individual subjects scores obtained
using the various speech processing strategies. For compara-
tive reasons, the scores obtained with a single unilateral
implant are also shown. Two-way analysis of variance
ANOVA with repeated measures3 indicated significant ef-
fect F2,8=157.3, p0.0005 of the processing algo-
rithm, significant effect of SNR level F1,4=15.9, p
0.05 and significant interaction F2,8=5.2, p=0.035.
The interaction is due to the fact the improvement in perfor-
mance obtained with the 4M-SESS strategy, relative to the
baseline bilateral condition, differed for the two SNR levels.
Post-hoc comparisons using Fisher’s least significant
difference LSD method were run to assess significant dif-
tributed on both sides Right or distributed on right
90°
30°, 60°, 90° 30°, 60°, 90°r dis

ferences in scores obtained between conditions. The scores
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cantly p0.05 from the scores obtained with bilateral
stimulation in the 5 dB SNR condition but were significantly
lower in the 0 dB SNR condition p=0.026. The scores
obtained with the 2M2-BEAM strategy in the 0 dB SNR
conditions did not differ significantly p=0.359 from the
scores obtained with bilateral processing baseline condition
but were significantly higher p=0.036 in the 5 dB condi-
tion. In brief, processing with the 2M2-BEAM strategy,
yielded no significant benefit in intelligibility in reverberant
conditions in the low SNR condition 0 dB, compared to the
unprocessed bilateral condition. In contrast, the 4M-SESS
processing strategy yielded a significant benefit relative to
both unilateral and bilateral stimulations in both SNR condi-
tions. More importantly, the scores obtained with the 4M-
SESS strategy were significantly higher than the scores ob-
tained with the 2M2-BEAM strategy for the 0 dB p
0.005 and 5 dB p=0.004 conditions.
B. Three interferers
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FIG. 2. Color online Percent correct scores by five Nucleus 24 users using
both CI devices tested on IEEE sentences originating from the front of the
listener 0° and corrupted by a single speech-shaped noise source placed on
the right +90°. Error bars indicate standard deviations.using the various speech processing strategies in the two
J. Acoust. Soc. Am., Vol. 127, No. 5, May 2010 K. Kokkinakis a
ution subject to ASA license or copyright; see http://acousticalsociety.org/ctarget-masker configurations. Two-way ANOVA with re-
peated measures indicated significant effect F2,8
=92.8, p0.0005 of the processing algorithm, significant
effect of interfering sources’ locations F1,4=9.24, p
=0.038 and non-significant interaction F2,8=1.18, p
=0.353. The above analysis confirms that the locations of
the multiple sources all three sources to the right or placed
asymmetrically in both hemifields had a significant effect on
performance. More specifically, performance was signifi-
cantly lower when the three interfering sources were placed
asymmetrically in both hemifields.
Post-hoc comparisons using Fisher’s LSD were run to
assess significant differences in scores between the scores
obtained in the 30°, 60°, and 90° and 30°, 60°, and 90°
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FIG. 3. Color online Percent correct scores by five Nucleus 24 users using
both CI devices tested on IEEE sentences originating from the front of the
listener 0° and corrupted by three speech-shaped noise sources distributed
on the right side only 30°, 60°, and 90° or placed asymmetrically across
both the left and right hemifields 30°, 60°, and 90°. Error bars indicate
standard deviations.BEAM processing strategy did not differ significantly p
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 Redistrib0.05 from the scores obtained with bilateral unprocessed
stimulation in the 30°, 60°, and 90° condition but were
significantly p=0.026 higher than the bilateral scores in the
30°, 60°, and 90° condition. The scores obtained with the
4M-SESS strategy in both target-masker configurations,
were significantly higher p0.005 than then scores ob-
tained with bilateral unprocessed stimulation. Additionally,
the scores obtained with the 4M-SESS strategy revealed a
significant benefit p=0.003 relative to the 2M2-BEAM in
both target-masker configurations. In brief, the 2M-BEAM
strategy provided no benefit relative to the bilateral baseline
condition in intelligibility in the challenging condition
where the noise sources were distributed on both sides of the
user. In contrast, the 4M-SESS strategy provided consistent
benefit in all conditions and in all target-masker configura-
tions.
C. Discussion
As shown in Fig. 2, when the noise source arrives from
the side ipsilateral to the unilateral implant, speech under-
standing in noise was quite low for all subjects when pre-
sented with the input to the fixed directional microphone.
Although one would expect that processing with a direc-
tional microphone alone would result in a more substantial
noise suppression this is not the case here. The small benefit
observed is probably due to the high amount of reverberant
energy present, since most directional microphones are de-
signed to only work efficiently in relatively anechoic sce-
narios or with a moderate levels of reverberation Hawkins
and Yacullo, 1984. In contrast, improvements in speech un-
derstanding were obtained when BI-CI listeners used both
cochlear implant devices. When compared to the unproc-
essed unilateral condition, the mean improvement observed
was 12 percentage points at 0 dB SNR and 14 percentage
points due to processing when the SNR was fixed at 5 dB in
the single interferer scenario.
As expected, the bilateral benefit was smaller when mul-
tiple noise sources were present see Fig. 3. There is ample
evidence in the binaural hearing literature suggesting that
when both devices are available, CI listeners can benefit
from the so-called head-shadow effect which occurs mainly
when speech and noise are spatially separated e.g., see
Shaw, 1974; Tyler et al., 2003; Hawley and Litovsky, 2004;
Litovsky et al., 2009. For three out of five bilateral subjects
tested, the scores indicated that the signal from the noise
source coming from the right side was severely attenuated
prior to reaching the left ear. In the case where there was
only one interferer steady-state noise on the right +90° a
better SNR was obtained at the left ear compared to the right.
The individual listener was able to selectively focus on the
left ear placed contralateral to the competing noise source to
improve speech recognition.
Comparing the scores obtained with the 2M2-BEAM
processing strategy against the baseline bilateral unprocessed
condition, we observe that there is a marginal improvement
in speech intelligibility. Still, the results indicate that the sub-
jects tested were not able to significantly benefit from the use
of the binaural beamformer over their daily strategy. We at-
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ution subject to ASA license or copyright; see http://acousticalsociety.org/ctribute that to the presence of reverberation. As depicted in
Fig. 3, this effect was more prominent in the multiple inter-
ferer scenario. The small improvement noted can be in part
attributed to the fact that the performance of beamforming
techniques has been known to degrade sharply in reverberant
conditions e.g., see Greenberg and Zurek, 1992; Hamacher
et al., 1997; Kompis and Dillier, 1994; van Hoesel and
Clark, 1995; Ricketts and Henry, 2002; Lockwood et al.,
2004; Spriet et al., 2007. In the study by van Hoesel and
Clark 1995, beamforming attenuated spatially separated
noise by 20 dB in anechoic settings, but only by 3 dB in
highly reverberant settings. More recently, another study by
Lockwood et al. 2004 focusing on measuring the effects of
reverberation demonstrated that the performance of beam-
forming algorithms is decreased by substantial amounts as
the reverberation time of the room increases. Ricketts and
Henry 2002 measured speech intelligibility in hearing aid
users under moderate 0.3 s and severe levels of reverbera-
tion 0.9 s and showed that the benefit due to beamforming
decreases, and in fact, almost entirely disappears near reflec-
tive surfaces or highly reverberant environments. Spriet et al.
2007 reached a similar outcome and concluded that rever-
beration had a detrimental effect on the performance of the
two-microphone BEAM strategy. In accordance with the
aforementioned research studies, the data from this study
suggest that the binaural beamformer 2M2-BEAM strategy
cannot enhance the speech recognition ability of CI users
considerably under the reverberant listening conditions
tested.
In contrast, the 4M-SESS strategy yielded a consider-
able benefit in all conditions tested and for all five subjects.
As evidenced from the scores plotted in Figs. 2 and 3, the
observed benefit over the subjects’ daily strategy ranged
from 30 percentage points when multiple interferers were
present to around 50 percentage points for the case where
only a single interferer emanated from a single location in
space. This improvement in performance with the proposed
4M-SESS strategy was maintained even in the challenging
condition where three noise sources were present and were
asymmetrically located across the two hemifields. In addi-
tion, the overall benefit after processing with the 4M-SESS
processing strategy was significantly higher than the benefit
received when processing with the binaural 2M2-BEAM
noise reduction strategy. In both the single and multi-noise
source scenarios the 4M-SESS strategy employing two con-
tralateral microphone signals led to a substantially increased
performance, especially when the speech and the noise
source were spatially separated.
The observed improvement in performance with the 4M-
SESS strategy can be attributed to having a more reliable
reference signal, even in situations where the noise sources
are asymmetrically located across the two hemifields.
Combining spatial information from all four micro-
phones forms a better representation of the reference signal,
leading to a better target segregation than that made available
with only a monaural input or two binaural inputs. Having
four microphones enables us to form a better estimate of the
speech component and the generated noise reference. Subse-
quently, speech recognition performance is considerably bet-
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 Redistribter. One may interpret this as introducing the better-ear ad-
vantage into the noise reduction algorithm. The implemen-
tation of the 4M-SESS processing strategy requires access to
a single processor driving both cochlear implants. Signals
arriving from the left and right sides need to be captured
synchronously in order to be further processed together. Co-
ordinated binaural stimulation using signals from both left
and right CI devices offers a much greater potential for noise
reduction than using signals from just a single CI or two
independent devices. As wireless communication of audio
signals is quickly becoming possible between the two sides,
it may be advantageous to have the two devices in a bilateral
fitting communicate with each other Schum, 2008. An in-
telligent signal transmission scheme could also be designed
that would enable a signal exchange between the two implant
processors.
V. CONCLUSIONS
Noise reduction strategies using as many as four micro-
phones, namely two omni-directional and two directional mi-
crophones in each of the two one per ear units in a coordi-
nated stimulation mode, have not been proposed, imple-
mented or systematically evaluated with bilateral cochlear
implant users. In the present study, we assessed the benefit of
coordinated bilateral stimulation mode, in which the adaptive
algorithms make use of contralateral signals to form better
noise references. When compared against two BEAMs cur-
rently employed in Freedom processors running indepen-
dently in each ear, the proposed 4M-SESS multi-microphone
strategy performed significantly better in all SNR conditions
and in all target-masker configurations. Significant improve-
ments were noted even in the challenging listening environ-
ment in which three interfering sources are distributed asym-
metrically on both hemifields in a reverberant setting.
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